
  

FDA 510(k) Premarket Notification

K041597 MONOCHROME LCD MONITOR, MODEL RADIFORCE
G22

K041597  ·  Product code: LLZ  ·  Radiology
Source: https://www.510kdatabase.net/k041597/

 

CLEARED

Jun 24, 2004
30 days to decision

SUBMISSION DETAILS

Decision Substantially Equivalent (Cleared)
Submission type Special
Device classification System, Image Processing, Radiological  (LLZ)
Date received May 25, 2004
Decision date Jun 24, 2004
Days to decision 30 days
Third-party review No
Summary / Statement Summary

APPLICANT

Company Eizo Nanao Corporation
Location Ishikawa 924-8566, JP
Contact HIROAKI HASHIMOTO
510(k) history 34 submissions  ·  34 cleared  ·  2002-2013
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